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MISSOUR! DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT

| Comptele Whls report in duplicate at the time of the regular monthly preventive maintenance ¢heck, and Whenever Instrament
11s repaitad. Send gopy to Department of Health; relain original in depariment file. !
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: 112 E. LACLEDE MALDEN MO 63863 1153

{ CHECKLIST: Flace a check {2)(0 Ihe 12f) of aach ltem if found 10 ba salistactory of if operating within establishad fimis, (Wil

In observed values wihere delermined.) Unchecked ilems must be cortecled before using instrument.
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B3 TiME AND DATE

[ SIMULATOR TEMPERATURE (34 °C ¢ 0.2°C) 34, op

1 B CALIBRATION GHECK -
Run threa 1eals using a standard solution, Al three tests moust he within £ 8% of the standard value ang mus( have &
spread of ,00% or less. Check the box cortasponding to the standard solution being usgd. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMF)

[X] 0.100% STANDARD - MUST READ BETWEEN 0.085% and 0.105% INCLUSIVE
i L1 0.040% STANGARD - MUST READ BETWEEN 0.028% and 0,042% INOLUSIVE ‘
| (ONLY ONE STANDARD S TO BE USED PER MAINTENANCE REPORT)

TRST 1 6 100 TEST? & 100 TEST3 W 100
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i B NUMBER OF REFUSALS. SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS

i FOLLOWS: (DO NOTINGCLUDE SIMULATOR TESTS)
REFUSALS 0 |(0-04) 2 {.05-.08) 1 (10-94 0 {.18-.18) 2 l(over.zs) 1

{List any new paris and describa any alteralion or modifigation thal was made 1o testora the inslrument {o operate salislaclonily
and within esiablished limits {use other sids If necessary)

THE INSTRUMENT IS OPERATING WITHIN THE DEPARTMENT OF HEAL TH GUIDELINES
! NOREPAIRS HAVE BEEN PERFORMED A et
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A@é GUTH LABORATORIES, INC.

590 NORTH s7th 8 TREET @ HARRISBURG, PA 17111- 4511 ® TELEPHONE: T17-684-8470

§

CERTIF{CATE OF ANALYSIS

i

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 12040 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on March 9, 2012, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1211% (wivol) ethyl alcohol. The expiration date for this lot
number is March 7,2014 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

T

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lof number FNI1222{1-02 whose
values are traceable to NIST.

All balances are calibrated annually by an entside agency using NIST traceable weights,
Calibration verification is done prior to each use utilizing NIST traceable welghty.
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Iz hersby authotized to Instruet and supetvise operalors, traln Instruotors, Inapeot,
calibrate, perform fialg repairs, and operale the foliowlng brealh anhalyzer(s):

DATAMASTER ..
—

for the determination of 1he &lcoholio content of blood from a sampis of explrad (alveolar)
alr, Issued under the provisions of sactiong 877,020 through 677.041, RSMo 19886,
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